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ILLIANA INSTRUMENTATION

3218B East 84" Place  Merrillville, IN 46410  Phone (219)942-5588  Fax (219) 942-0366

CERTIFICATE OF CALIBRATION

CUSTOMER: MISCELLANEOUS DETAILS:
Ferrara Pan Candy Date Received 1/20/10
7301 Harrison Street Certification Date: 1/20/10
Farest Park, IL 60130 Recalibration Date: 7/20/10
Cal. Number: 2

P.O. Number: 532511

Location of Calibration: On-Site
Detalled Results Attached: YES
Procedure Used: WI-508

EQUIPMENT CALIBRATED
MANUFACTURER: Honeywell, Inc.
MODEL.: DR4312-0000-G0100-0000-00-0000-00-000-E0
SERIAL NUMBER:  0836Y878889600001
ITEM NUMBER: 1
DESCRIPTION: Recorder

CONDITION AS FOUND: Good, unless otherwise noted on reports

STANDARDS USED/UNCERTAINTIES
item 1228 Fluke 744 Calibrator, SN 7607012

BEST MEASUREMENT UNCERTAINTY: The expanded (k=2) measurement uncertainty for this instruments with a type K
thermocouple input and 1 Degree resolution is 1.9 Deg. F..

TEST COMDITIONS
TEMPERATURE ambient
HUMIDITY ambient . .
7 1 .
TR A N .
CERTIFIEDBY:_{i. . S+ ,\O,\Lb JZ§ DATE: i/' )'C‘//O
TITLE: 4 ocCiT

This certifies that the abova equipment was calibrated using appropriaie fiiana Instrumentation technical procedures. Al planned intervais,
lihana Instrumentation standards are calibrated by comparison to or measurement against sandards which are traceable to NIST, Ifso
indicated above, detiled calibration rasults are attached to this certificate. These resuits are part of this certificate and this certificate shail not
be reproduced except in full, without the written approval of illiana instrumentation. Any number of factors not under the control of the
calibration faboratory may cause the catibration of the above itam(s) to drift before the recommended recaiibration date. Supporting
documentation relative to traceanility and technical procedures used is on file and is available for examination upon request and approval ef
our quality assurance manager. The above uncertainties rapresent an expanded uncertainty expressed at approximately 95% confidence

level using a coverage factor of k=2,

FORM: CAL-007 PAGE10F 2
DATE: APRIL 24, 2006




SUMMARY OF CALIBRATION DETAILS

Calibration Performed For: Ferrara Candy Company

Certification Number:01/20/10-099500- 1

Item: 1 Date:01/20/10 Name:Recorder . Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
200.0000 201.0000 201.0000 205.0000 195.0000

Standard 1 : Item 1228 Fluke 744 Calib Cal no. 2

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE
Adjustment Adjusted pen.

Item: 1 Date:01/20/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
200.0000 203.0000 203.0000 205.0000 195.0000

Standard 1 : Item 1228 Fluke 744 Calib Cal no. 2

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:01/20/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
500.0000 501.0000 501.0000 505.0000 495.0000

Standard 1 : Item 1228 Fluke 744 Calib Cal no. 2

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE
Adjustment adjusted pen.

Item: 1 Date:01/20/10 Name:Recordexr Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
500.0000 503.0000 503.0000 505.0000 495,0000

Standard 1 : Item 1228 Fluke 744 Calib Cal no. 2

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:01/20/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
800.0000 800.0000 800.0000 805.0000 795.0000

Standard 1 : Item 1228 Fluke 744 Calib Cal no. 2

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE
Adjustment adjusted pen.

Item: 1 Date:01/20/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
800.0000 803.0000 803.0000 805.0000 795.0000

Standard 1 : Item 1228 Fluke 744 Calib Cal no. 2

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Eng.

Pen

Eng.

Pen

Eng.

Pen

Eng.

Pen

Eng.

Pen

Eng.

Pen

Q. C. DOCtor Copyrighted (c¢) By Illiana Instrumentation, Inc. 1992
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ILLIANA INSTRUMENTATION

3218B East 84" Place  Merrillville, IN 46410  Phone (219)942-5588  Fax (219) 942-0366

CERTIFICATE OF CALIBRATION

CUSTOMER: MISCELLANEOUS DETAILS:
Ferrara Pan Candy Date Received  8/4/10
7301 Harrison Street Certification Date: 8/4/10
Forest Park, IL 60130 Recalibration Date: 2/4/11

Cal. Number: 3

P.O. Number: 532511

Location of Calibration: On-Site
Detailed Results Attached: YES
Procedure Used: Wi-508

EQUIPIMENT CALIBRATED
MANUFACTURER: Honeywell, Inc.

MODEL: DR4312-0000-G0100-0000-00-0000-00-000-E0
SERIAL NUMBER: 0836Y878889600001

ITEM NUMBER: 1

DESCRIPTION: Recorder

CONDITION AS FOUND: Good, unless otherwise noted on reports

STANDARES USED/UNCERTAINTIES
item 1228 Fluke 744 Calibrator, SN 7607012

BEST MEASUREMENT UNCERTAINTY: The expanded {(k=2) measurement uncertainty for this instruments with a type K
thermacouple input and 1 Degree resolution is 1.9 Deg. F. These uncertainties apply when temperature is between

64 and 82 Degrees F.

TEST CONDITIONS
TEMPERATURE 86 Deg. F.
HUMIDITY ~ambient
! - = = 5 _
k'fr * ,(’ i % oS )
CERTIFIEDBY; __ o, F, - DATE: 6,7 A<
TITLE: R o s Sl et

This certifies that the above equipment was calibrated using appropriate iiliana Instrumentation technical procedures. At planned intervals
filiana Instrumentation standards are calibrated by comparison to or measurement against standards which are traceable to NIST, [f so
indicated above, detailed calibration resulis are altached fo this certificate. These results are part of this certificate and this certificate shall not
be reproduced except in full, without the written approval of liliana Instrumentation. Any number of factors not under the cantrol of the
calibration faboratary may cause tha calibration of the above item(s) to drift before the recommended recalibration date. Supporling
documentation relative to traceability and technical procedures used is on file and is available for examination upon request and approval of
our quality agsurance manager. The above uncertainties represent an expanded uncertainty expressed at approximately 95% confidence
level using a coverage factor of k=2

FORM: CAL-007 PAGE 1 OF 2
DATE: APRIL 24, 2006



SUMMARY OF CALIBRATION DETAILS

Calibration Performed For: Ferrara Candy Company

Item: 1 Date:08/04/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
200.0000 200.0000 200.0000 205.0000 155.0000

Standard 1 : Item 1228 Fluke 744 Calib Cert. # 3

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:08/04/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lowexy Tol.
200.0000 200.0000 200.0000 205.0000 195.0000

Standard 1 : Item 1228 Fluke 744 Calib Cert. # 3

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:08/04/10 Name:Recorder Location: *

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
500.0000 500.0000 500.0000 505.0000 495.0000

Standard 1 : Item 1228 Fluke 744 Calib Cext. # 3

Standard 2 : NONE Procedure WI-508

Standard 2 : NONE

Adjustment

Item: 1 Date:08/04/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read  Upper Tol. Lower Tol.
500.0000 501.0000 501.0000 505.0000 495.0000

Standard 1 : Item 1228 Fluke 744 Calib Cert. # 3

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:08/04/10 Name:Recoxrder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
800.0000 799.0000 799.0000 805.0000 795.0000

Standard 1 : Item 1228 Fluke 744 Calib Cert. # 3

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:08/04/10 Name:Recorder Location:*

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
800.0000 800.0000 800.0000 805.0000 795.0000

Standard 1 : Item 1228 Fluke 744 Calib Cert. # 3

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE
Adjustment
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ILLIANA INSTRUMENTATION

32188 East 84" Place  Merrillville, IN 46410  Phone (219)942-5588  Fax (219) 942-0366

CERTIFICATE OF CALIBRATION

CUSTOMER: MISCELLANEOUS DETAILS:
Ferrara Pan Candy Date Received  3/9/11
7301 Harrison Street Certification Date: 3/9/11
Forest Park, IL 60130 Recalibration Date: 9/9/11

Cal. Number: 5

P.O. Number: 551859

Location of Calibration: On-Site
Detailed Results Attached: YES
Procedure Used: WI-508

EQUIPMENT CALIBRATED

MANUFACTURER: Honeywell, Inc.

MODEL: DR4312-0000-G0100-0000-00-0000-00-000-E0
SERIAL NUMBER:  0836Y878889600001

ITEM NUMBER: 1

DESCRIPTION: Recorder

CONDITION AS FOUND: Good, uniess otherwise noted on reports

STAMDARDS USED/UNCERTAINTIES

Item 1304 Fluke 741B Calibrator, SN 8448010, cal date 3/29/10, cal due 3/29/11

BEST MEASUREMENT UNCERTAINTY: The expanded (k=2) measurement uncertainty for this instruments with a type K
thermocouple input and 1 Degree resolution is 1.9 Deg. F. These uncertainties apply when temperature Is between

64 and 82 Degrees F.

TEST CONDITIONS
TEMPERATURE 60 Deg. F.
HUMIDITY ambient T
e 38 U r -
CERTIFIEDBY:___*~ ¥ N2y Lo DATE: é,h j !,/
ik R

TITLE:

Thie certifies that the above equipment was calibrated using appropriate Hliana Instrumentation technical procedures. At planned intervals,
Itiana Instrumentation standards are calibrated by comparison to or measurement against standards which are traceable to NIST. if so
indicated above, detailed calibration resuits are aftached to this certificate. These results are part of this certificate and this certificats shali not
be reproduced except in full, without the written approval of llliana Instrumentation. Any number of factors not under the cantrol of the
calibration iaboratoty may cause the caiibration of the above ilem({s) to drift bafore the recommended recalibration date. Supporting
documentation relative #o traceability and ¥echnical procedures used is on file and is available for examination upon request and approval of
our quality assurance manager. The above uncertainties represent an expanded uncertainly expressed at approximately 95% confidence
leve! using a coverage factor of k=2.

FORM: CAL-007 PAGE 1 OF 2
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SUMMARY OF CALIBRATION DETAILS

Calibration Performed For: Ferrara Candy Company

Item: 1 Date:03/09/11 Name:Recordex Location:Mesanine Cal

Cal. Point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units OK
200.0000 200.0000 200.0000 205.0000 195.0000 P1 Deg F it

Standard 1 : Item 1304 Fluke 741B Cert. # 5

Standard 2 : NONE Procedure WI-~508

Standard 3 : NONE

Adjustment

Item: 1 Date:03/09/11 Name:Recorder Location:Mesanine Cal

Cal. Point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units OK
200.0000 200.0000 200.0000 205.0000 195.0000 P2 Deg F 5 e

Standard 1 : Item 1304 Fluke 741B Cert. # 5

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:03/09/11 Name:Recorder Location:Mesanine Cal

Cal. Point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units OR
500.0000 500.0000 500.0000 505.0000 495.0000 Pl Deg F o} T

Standard 1 : Item 1304 Fluke 741B Cert. # 5

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:03/09/11 Name:Recorder Location:Mesanine Cal

Cal. Point Init. Read Fipnal Read TUpper Tol. Lower Tol. Eng. Units OK
500.0000 500.0000 500.0000 505.0000 435.0000 P2 Deg F o) e

Standard 1 : Item 1304 Fluke 741B Cext. # 5

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:03/09/11 Name:Recorder Location:Mesanine Cal

Cal. Point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units O©OK
800.0000 799.0000 792.0000 805.0000 795.0000 P1 Deg F JI4.

Standard 1 : Item 1304 Fluke 741B Cert. # 5

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:03/09/11 Name:Recorder Location:Mesanine Cal

Cal. Point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units OK
800.0000 . 800.0000 800.0000 805.0000 795.0000 P2 Deg F o0t

Standard 1 : Item 1304 Fluke 741B Cert. # 5

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Q. C. DOCtor Copyrighted (c) By Illiana Instrumentation, Inc. 1992 Report I
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ILLIANA INSTRUMENTATION

3218B East 84" Piace  Merillville, IN 46410  Phone (210)942-5588  Fax (219) 942-0366

CERTIFICATE OF CALIBRATION

CUSTOMIER: WISCELLAMNEOUS DETAILS:
Date Received: 9/20/11
Ferrara Pan Candy Certification Date: 9/20/11
Recalibration Date: 3/20/12
7301 Harrison Street Cal. Number: 6
forest Park, IL 60130 P.O. Number: 560911

Location of Calibration: On Site
Detailed Results Attached: YES
Procedure Used: WI-508

EQUIPMENT CALIBRATED
MANUFACTURER: Honeywell

MODEL: DR4312-0000-G0100-0000-00-0000-00-000-E0
SERIAL NUMBER: 0836Y878889600001

ITEM NUMBER: 1

DESCRIPTION: Recorder

CONDITION AS FOUND: In tolerance

STANDARDE USED/IUNCERTAINTIES
item 1216 Fluke 725 Calibrator, SN 7624249

BEST MEASUREMENT UNCERTAINTY: The expanded (k=2) measurement uncertainty for this instruments with a type K
thermocouple input and 1 Degree resolution is 1.9 Deg. F. These uncertaintiss apply when temperature is between

84 and 82 Degrees F.

TEST CORDITIONS
TEMPERATURE 76 Deg F.
HUMIDITY
CERTIFIED BY: Ck ‘5-}'&%\,\@.«;-& 23 DATE: 9[ %f/u
A 7o »
TITLE: ¥ CCNA

This certifies that the above equipment was calibrated using appropriale llliana Instrumentation technical procedures. At planned intervals,
llliana Instrumentation standards are calibrated by comparison to or measurement against standards which are traceable 1o NIST. [fso
indicated above, detailed calibration results are attached to this certificate. These resuits are parl of this certificate and this certificate shall not
be reproduced except in full, without the written approvai of llliana Instrumentation, Any number of factors not under the control of the
calibration laboratory may cause the calibration of the above item(s) to drift before the recommended recalibration date. Supporting
documentation relative to traceability and technical procedures used is on file and is available for examination upon request and approval of
our quality assurance manager. The above uncertainties represent an expanded uncerainty expressed at approximately 95% confidence
level using a coverage factor of k=2.

FORM: CAL-007 PAGE 1 OF 2
DATE: APRIL 8, 2011



SUMMARY OF CALIBRATION DETAILS
calibration performed For: Ferrara Candy Company
Item: 1 pate:09/20/11 Name:Recorder Location:Mezanine

cal. point Init. Read Final Read Upper Tol. Lower Tol.
200.0000 200.0000 200.0000 205.0000 195.0002

Standard 1 : Ttem 1216 Fluke 725 cert. #

Standard 2 : NONE Procedure wI-508

Standard 3 : NONE

Adjustment . .

Item: _ 1 Date:09/20/11 Name:Recorder Location:Mezanine

cal. pPoint Init. Read Final Read Upper Tol. Lower Tol.
200.0000 200.0000 200,0000 205.0000 195.0000

Standard 1 ¢ ZItem 1216 Fluke 725 Cert. # 6

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment . .

Item: 1 Date:09/20/11 Name:Recorder Locatjon:Mezanine

Cal. pPoint Init. Read Final Read Upper Tol. Lower Tol.
500.0000 500.0000 500.0000 505.0000 495.0000

Standard 1 : <Ttem 1216 Fluke 725 Cert. # 6

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Item: 1 Date:09/20/11 Name:Recorder Location:Mezanine

cal. Point Init. Read Final Read Upper Tol. Lower Tol.
50G.0000 501.0000 501.0000 505.0000 495.0000

Standard 1 : TItem 1216 Fluke 725 Cert. # 6

Standard 2 : NONE Procedure wI-508

Standard 3 : NONE

Adjustment

Item: 1 pate:09/20/11 Name:Recorder Location:Mezanine

cal. Point Init. Read Final Read Upper Tol. Lower Tol.
800.0000 799.0000 799.0000 805.0000 795.0002

Standard 1 : Item 1216 Fluke 725 Cert. #
standard 2 : NONE Procedure WI-508
Standard 3 : NONE

Adjustment i .
Item: 1 pate:09/20/11 Name:Recorder Location:Mezanine

cal, point Init. Read Final Read Upper Tol. tLower Tol.
§00.0000 801.0000 801.0000 805.0000 795.0000

. cal
Eng. Units OK
Pl Deg F 5T

cal
Eng. Units OK
P2 Deg F .T.

. cal
Eng. Units OK
Pl Deg F 4

i cal
Eng. Units OK
P2 Deg F i

. cal
Eng. Units OK
Pl Deg F Ak

. cal
Eng. units OK
P2 Deg F %

Standard 1 : TYtem 1216 Fluke 725 Cert. #

standard 2 : NONE Procedure wI-508

Standard 3 : NONE

Adjustment

Q. C. DOCtor Copyrighted (c) By Illiana Instrumentation, Inc. 1992 Report I

Date Printed: 09/28/11
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ILLIANA INSTRUMENTATION

32188 East 84" Place  Merrillville, IN 46410  Phone (219)942-5588  Fax (219) 942-0366
CERTIFICATE OF CALIBRATION

CUSTOWER: MISCELLANEOUS DETAILS:

Date Received : 3/12/12
Ferrara Pan Candy Certification Date: 3/12/12
Recalibration Date: 9/30/12
7301 Harrison Street Cal. Number: » 4

Forest Park, IL. 60130 P.O. Number: 569971
Location of Calibration: On Site
Detailed Results Attached: YES
Procedure Used: WI-508

EQUIPMEMNT CALIBRATED
MANUFACTURER: Honeywell

MODEL: DR4312-0000-G0100-0000-00-0000-00-000-E0
SERIAL NUMBER: 0836Y878889600001

ITEM NUMBER. 1

DESCRIPTION: Recorder

CONDITION AS FOUND: In tolerance

_STANDARDS USED/LUNCERTAINTIES
ftem 1228 Fluke 744 Calibrator, SN 7607012

BEST MEASUREMENT UNCERTAINTY: The expanded (k=2) measurement uncertainty for this instruments with a type K
thermocouple input and 1 Degree resolution is 1.9 Deg. F. These uncertainties apply when temperature is between

64 and 82 Degrees F.

TEST CONDITIONS
TEMPERATURE 72 Deg F.

HUMIDITY % -
77 M ,‘{’ '
CERTIFIED BY: ” ok Jpant DATE: 5f2~12
M YL Jewl ime
TITLE: KA Co 57

This certifies that the above equipment was calibrated using appropriate filiana Instrumentation technical procedures. At ptanned intervals,
liliana Instrumentation standards are calibrated by comparison to or measuremant against standards which are traceable to NIST. if so
indicated above, detailed calibration results are attached to this certificate. These resuits are part of this certificate and this certificate shall not
be reproduced except in full, without tha written approval of llliana instrumentation. Any number of factors not under the conlrof of the
calibration laboratory may cause the calibration of the above Item(s) Yo drift before the recommended recalibration dale. Supporting
documentation relative {o traceability and technical procedures used is on file and is available for examination upon fequest and approval of
our quality assurance manager The above uncertainties represent an expandad uncertainty expressed at approximately 85% confidence
level using a coverage factor of k=2.

FORM: CAL-007 PAGE 1 OF 2
DATE: APRIL 8, 2011



SUMMARY OF CALIBRATION DETAILS
calibration Performed For: Ferrara Candy Company
Item: 1 pate:03/12/12 Name:Recorder Location:Mezanine

cal. point Init. Read Final Read Upger Tol. Lower Tol.
200.0000 200.0000 200.0000 05.0000 195.0000
7

Standard 1 : Item 1228 Fluke 744 calib Cert., #
Standard 2 : NONE Procedure WI~508
Standard 3 : NONE

Adjustment .
Item: 1 pate:03/12/12 Name:Recorder Location:Mezanine

cal. point Init. Read Final Read Upper Tol. Lower Tol.
200.0000 200.0000 200.0000 205.0000 195.0009

standard 1 : Item 1228 Fluke 744 calib Cert. #

standard 2 : NONE Procedure WI-508
Standard 3 : NONE

Adjustment

Item: 1 pate:03/12/12 Name:Recorder Location:Mezanine

cal. point 1Init, Read Final Read Upper Tol. Lower Tol.
500.0000 500.0000 500.0000 505.0000 495.0000
7

Standard 1 : Item 1228 Fluke 744 calib Cert. #

standard 2 : NONE Procedure WI-508
Standard 3 : NONE

Adiustment

Item: 1 pate:03/12/12 Name:Recorder lLocation:Mezanine

Cal. Point Init. Read Final Read Upper Tol. Lower Tol.
500.0000 500.0000 500.0000 505.0000 495.0009

. Cal
Eng. Units OK
Pl Deg F ST

. cal
Eng. Units OK
P2 Deg F  .T.

. cal
Eng. Units OK
Pl Deg F oifh

cal
Eng. Units OK
P2 Deg F i

Standard 1 : Item 1228 Fluke 744 calib Cert. #

Standard 2 : NONE Procedure wI-508

Standard 3 : NONE

Adjustment ’

Item: 1 Date:03/12/12 Name:Recorder Location:Mezanine ) cal

cal. point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units OK
800.0000 800.0000 800.0000 805.0000 795.0000 Pl Deg F T

Standard 1 : Item 1228 Fluke 744 calib Cert. #

Standard 2 : NONE Procedure wI-508

standard 3 : NONE

Adjustment .

Item: 1 pate:03/12/12 Name:Recorder Location:Mezanine Cal

cal. Point Init. Read Final Read Upper Tol. Lower Tol. Eng. Units OK
800.0000 800.0000 800.0000 805.0000 795.0000 P2 Deg F P

Standard 1 : Item 1228 Fluke 744 calib Cert, # 7

Standard 2 : NONE Procedure WI-508

Standard 3 : NONE

Adjustment

Q. €. DOCtor Copyrighted (c) By Illiana Instrumentation, Inc. 1992 Report I

Date Printed: 03/13/12 Page 2



ILLEANA INSTRUMENTATION SERVICE LLC FIELD SERVICE REPORT

32188 E. 84" PL. Merritlville, IN 46410 218-942-5583
INVOICE T0: SERVICE RENDERED 10:

‘F\-l/‘/“d‘/“-k C'mJy C’c*{'-*."/
136/ dlertiver STaee]
i;z ref7 f)ﬁ,ﬁf,\:, ({\ £.a 6/0,‘}75

BILLING INFORMATION

OTHER INFORMATION

PO #:

CUSTOMER CONTACT: Crery. Cag et/
(@4

ILLIANA INVOICE #: D077 2.0

REQUESTED BY:

Customer Approval: (/sfq< {

SERVICE TECH:  Jeof  Safls CUSTOMER PHONE: Ly 7¢8 - £22-~665C
STATUS: Cem flery CUSTOMER FAX:
DATE | DESCRIPTION OF SERVICES PERFORMED HRS | COST
J.\ e~ ...:Gj PR ’;fl < t‘{} LReads ey L i P 77 -
]J"'., b A i Loalealioms T K:'C'--";(fl’?
DL i U <Ly T ks e @ =
s 8836w 17 TN VL6
TR '(,' ] F
! AL % . S
\'.I "/ ‘ 11 ’ ‘c "' ¢ et
A ,}-5‘ « e L 1ed .
QTY | PART # DESCRIPTION PRICE | AMOUNT
=
TOTAL PARTS: o e
TOTAL LABOR: |
TRAVEL EXPENSE:
TOTAL AMOUNT DUE .

Date:




ILLIANA INSTRUMENTATION SERVICE LLC FIELD SERVICE REPORT

219-942-5588

3218R E. 84° PL.
INVOICE TO:

Merritlvitle, IN | 46410

SERVICE RENDERED TO:
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BILLING INFORMATION

| OTHER INFORMATION

PO #:

CUSTOMER CONTACT: ¢~ { e

ILLIANA INVOICE #:

REQUESTED BY:

SERVICE TECH: /.. - . /7

7Y CUSTOMER PHONE:

STATUS: & . 7.

CUSTOMER FAX:

BDATE DESCRIPTION OF SERVICES PERFORMED HRS | COST
Nt . ( e ) e - .1' o e " g _;‘_,.., =
i s ¥ e * 5 =
Frg B g | 1 i i 4 G
" ¥
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r A, ¥ % ! SSe
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N

QTY | PART #

DESCRIPTION PRICE

AMOQUNY

TOTAL PARTS:

TOTAL TAX:

TOTAL LABOR:

TRAVEL EXPENSE:

TOTAL AMOUNT DUE

Date:

Customer Approval: <, NI



ILLIANA INSTRUMENTATION

3218B East 84th Place Merrillville, IN 46410 (219)942-5588 illianaservice.com

CERTIFICATE OF CALIBRATION

Ferrara Candy Company
7301 Harrison
Forest Park, IL 60130~

Purchase order:579005

Location of calibration:On-Site

Date received: 03/11/13

Calibration date: 03/11/13
Recalibration due: 08/30/13

Item number: 1
Tag number:

ltem lacation: Mezanine
Temp:70.0¢F,

Humidity: 50

Sensitivity: OK

Condition as found: [n Tolerance
Condition as left: In Tolerance
Intentional offset as found:
Intentional offset as left:
Limitations: None

Manufacturer: Honeywell, Inc.
Model num: DR4312-0000-G0100-0000-00
Description: Recorder
Serial number; 0836Y878889600001
Accuracy: +/- 5 Deg. F.
Item notes:

0.0000
0.0000

This cestifies that the above equipment was calibrated using appropriate llliana instrumentation technical procedures. At planned indesvals, lliana Instrumen-
tation standards are calibrated by comparison to or measurement against standards which are traceable to the SI units through the NIST or

other reconized national measurement institutes or interational standard bodies. The results in this report relate only to the item(s) calibrated.

It so indicated above, detailed calibration results are attached to this certificate. These results are part of this certificate and this certificate shall not be
reproduced except in full, without the written appraval of filiana Instrumentation. Any number of factors not under the cantrol of the calibration laboratory
may cause the calibraion of the above itern(s) to drift before the recommended recalibration date. Supporting documentation retative to traceability and

technical procedures used is on file and is available for review upon request and approval of our quality assurance manager. The
above uncertainties represent an expanded uncertainty expressed at approximately 95% confidence level using a coverage factor of k=2.

Tech: l Z‘g 0
aul D Grolla

K20l Date: 93/1113

Approved by:%amm&

- ISA Certified Controls Systems Tech. Grolla - Deputy Quality Manager
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 195.0000 200.0000 205.0000 195.0000 Deg F P1 Yes
Standards: 1228 Fluke 744
Adjustments: Aligned Pen
Problems:
Uncertainty: 1.8000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 197.0000 | 200.0000 205.0000 | 195.0000 Deg F P2 Yes
Standards: 1228 Fluke 744
Adjustments: Aligned Pen
Problems:
Uncertainty: 1.9000 Deg F Procedure: Wi-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 495.0000 500.0000 505.0000 | 495.0000 Deg F P1 Yes
Standards: 1228 Fluke 744
Adjustments: Aligned Pen
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Paint Init Read | Final Read | Upper Tal | Lower Tol Eng Units Cal point description Pass?
500.0000 497.0000 500.0000 505.0000 | 495.0000 Deg F P2 Yes
Standards: 1228 Fluke 744
Adjustments: Aligned Pen
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508

Certificate No. 099500-00001-9

Page 1



ILLIANA INSTRUMENTATION

32188 East 84th Place Merrillville, IN 46410 (219)942-5588 illianaservice.com

CERTIFICATE OF CALIBRATION

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 795.0000 800.0000 805.0000 795.0000 Deg F P1 Yes
Standards: 1228 Fluke 744

Adjustments: Aligned Pen

Problems:

Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper To! | Lower Tol Eng Units Cal point description Pass?
800.0000 797.0000 | 800.0000 805.0000 | 795.0000 DegF P2 Yes

Standards: 1228 Fluke 744

Adjustments: Aligned Pen

Problems:

Uncenrtainty: 1.9000 Deg F

Procedure; WI-508

Total pages for Certificate 099500-00001-9: 2

Certificate No. 099500-00001-9

Page 2




ILLIANA INSTRUMENTATION

3218B East 84th Place Merrillville, IN 46410 (219)942-5588 illianaservice.com

CERTIFICATE OF CALIBRATION

Ferrara Candy Company Date received: 03/11/13
7301 Harrison Calibration date: 03/11/13
Forest Park, IL. 60130- Purchase order:579005 Recalibration due: 09/30/13
Location of calibration:On-Site
ftem number: 1 item location: Mezanine
Tag number: Temp:70.0¢F.  Humidity: 50 Sensitivity: OK
Manufacturer: Honeywell, Inc. Condition as found: In Tolerance
Model num: DR4312-0000-G0100-0000-00 Condition as left: In Tolerance
Description: Recorder Intentional offset as found:  0.0000
Serial number: 0836Y878889600001 intentional offset as left:  0.0000
Accuracy: +- 5 Deg. F. Limitations: None
Item notes:

This certifies that the above equipment was calibrated using appropriate lliana Instrumentation techinical procedures. At planned intervals, liiana instrumen-
tation standards are calibrated by comparison to or measurement against standards which are traceable to the Sl units through the NIST or

other reconized national measurement institutes or international standard bodies. The results in this report relate only to the item(s) calibrated.

lf so Indicated above, detailed calibration results are attached to this certificate. These resuits are part of this certificate and this certificate shall not be
reproduced except in full, without the written approval of llliana Instrumentation. Any number of factors not under the cantrol of the calibration [aboratory

may cause the calibration of the above item(s) to drift before the recommended recalibration dale. Supporting documentation relative to tracaability and
technical procedures used is on file and is avallable for review upon request and approval of our quality assurance manager. The
above uncertainties represent an expanded uncertainty expressed at approximately 95% confidence level using a coverage factor of k=2.

Tech:‘;ﬁl_g_ﬂ K20l Date: 931118 ppproved by: éa na @@ JAP— Date; 03/11/13
aul D Grolla - ISA Certified Controls Systems Tech, Lauva IGrolla - Deputy Quality Manager

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 195.0000 | 200.0000 205.0000 | 195.0000 DegF P1 Yes

Standards: 1228 Fluke 744
Adjustments: Aligned Pen

Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point | InitRead | Final Read | Upper Tol | Lower Tol Eng Units Cal point description | Pass?
200.0000 197.0000 200.0000 205.0000 195.0000 Deg F P2 Yes

Standards: 1228 Fiuke 744
Adjustments: Aligned Pen

Problems:
Uncertainty: 1.8000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 495.0000 500.0000 505.0000 | 495.0000 Deg F P1 Yes

Standards: 1228 Fluke 744
Adjustments: Aligned Pen

Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 497.0000 | 500.0000 505.0000 | 495.0000 Deg F P2 Yes

Standards: 1228 Fluke 744
Adjustments: Aligned Pen
Problems:
Uncertainty: 1.9000 Deg F Procedure: Wi-508

Certificate No. 099500-00001-9
Page 1




ILLIANA INSTRUMENTATION

3218B East 84th Place Merrillville, IN 46410 (219)942-5588 ilianaservice.com

CERTIFICATE OF CALIBRATION

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 795.0000 | 800.0000 805.0000 | 795.0000 Deg F P1 Yes
Standards: 1228 Fluke 744

Adjustments: Aligned Pen

Problems:

Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 797.0000 | 800.0000 805.0000 | 795.0000 Deg F P2 Yes

Standards: 1228 Fluke 744
Adjustments: Aligned Pen
Problems:
Uncertainty: 1.9000 Deg F Procedure: W1-508

Total pages for Certificate 099500-00001-9: 2

Certificate No. 099500-00001-9

Page 2




ILLIANA INSTRUMENTATION

3218B East 84th Place Merrillville, IN 46410 (219)942-5588 Iillianaservice.com

CERTIFICATE OF CALIBRATION

Date received: 03/16/14
Calibration date: 03/16/14
Recalibration due: 09/30/14

Fetrrara Candy Company
7301 Harrison
Forest Park, IL 60130- Purchase order:

Location of calibration:On-Site

Item location: Mezanine
Temp: 75.02F.  Humidity: 40
Condition as found: In Tolerance
Condition as left: In Tolerance
Intentional offset as found:
Intentional offset as left:
Limitations: None

item number: 1

Tag number:

Manufacturer: Honeywell, Inc.
Model num: DR4312-0000-00100-0000-00
Description: Recorder

Serial number; 0836Y878383600001

Accuracy: +/- 5 Deg. F.
Item notes:

Sensitivity: OK

0.0000
0.0000

Thig certifies that the above equipment was calibrated using appropriate lillana Instrumentation technical procedures. At planned intervals, ltliana Instrumen-
tation standards are calibrated by comparison to or measurement against standards which are traceable to the Sl units thraugh the NIST or

other reconized national measuremant institutes or international standard bodias. The results in this report relate only to the item(s) calibrated.

If so indicated abovs, Getailed calibration resuits are altached to this certificate. These resulis are part of this certificate and this certificate shall not be
reproduced except in full, without the written approval of llliana Instrumentation. Any number of factors not under the control of the calibration laboratory
may cause the calibration of the above item(s) to drift before the recommended recalibration date. Supporting documentation relative to traceability and
techrical procedures used is on file and is available for review upon request and approval of our quality assurance manager. The

above uncertainties represent an expanded uncertainty expressed at approximately 96% confidence level using a coverage factor of k=2,

Tech: Date: 03/16/14  Approved by:ﬂ%&uﬂﬂ‘m& Date: 03/16/14
Paul D Grolla - ISA Certified Controls Systems Tech. Laura iGrolla - Deputy Quality Manager
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 200.0000 200.0000 205.0000 | 185.0000 Deg F P1 Yes
Standard(s): 1336 Fluke 725
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 500.0000 500.0000 505.0000 | 485.0000 Deg F P1 Yes
Standard(s): 1336 Fluke 725
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: Wi-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 800.0000 800.0000 805.0000 | 795.0000 Deg F P1 Yes
Standard(s): 1336 Fluke 725
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 201.0000 201.0000 205.0000 | 195.0000 Deg F P2 Yes
Standard(s): 1336 Fluke 725
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508

Certificate No. 099500-00001-11
Page 1




ILLIANA INSTRUMENTATION

3218B East 84th Place Merrillville, IN 46410 (219)942-5588 illianaservice.com

CERTIFICATE OF CALIBRATION

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 501.0000 | 501.0000 505.0000 | 495.0000 Deg F P2 Yes
Standard(s): 1336 Fluke 725
Adjustments:
Problems:
Uncertainty: 1.8000 Deg F Procedure: Wi-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 801.0000 | 801.0000 805.0000 | 795.0000 Deg F P2 Yes
Standard(s): 1336 Fluke 725
Adjustments:
Probiems:

Uncertainty: 1.9000 Deg F

Procedure: WI-508

Total pages for Certificate 099500-00001-11: 2

Certificate No. 099500-00001-11

Page 2



- ® 1831 Govert Drive anOiCG
Iu_]_ana Schererville, IN 46375
Instrumentation  Phone: 2192278788 DATE | INVOICE#
Service Lic hee RIS o152014 | 24136
) wwwi.illianaservice.com
BILLTO SHIP TO
Ferrara Candy Co. Ferrara Candy Co.
7301 Harrison Street 7301 Harrison Street
Forest Park, IL 60130 Forest Park, IL 60130
P.O. NO. TERMS DUE DATE REP SHIP DATE SHIP VIA
647051 Net 30 10/15/2014 Lesma 9/15/2014 Delivery
ITEM DESCRIPTION QTY RATE AMOUNT
PDG - Contract |Semi-Annual Contract 4 85.00 340.00
Travel Travel 102 0.55 56.10
Sales Tax - lilinois 6.25% 0.00
EFFECTIVE JULY 15, 2014 OUR NEW ADDRESS WILL BE:
1831 GOVERT DRIVE, SCHERERVILLE, IN 46375, OUR
PHONE NUIY'BER HAS ALSO CHANGED. PLEASE NOTE
Total $396.10




I_NVOICE TO:
erraly
36 |
ﬁ:rfyr F/{f’( ;il-r

Hrw-ﬂf] 5 7"’ ‘b/

SERVICE RENDERED T0:

BILLING INFORMATION OTHER INFORMATION
PO# (oYY DS ] CUSTOMER CONTACT: e e
ILLTANA INVOICE #;, 24 ] 3o REQUESTED BY: MU Ararvim
SERVICETECH: [ae/ & afls CUSTOMER PHONE:
STATUS: " Cem/le [ CUSTOMER FAX:

ary PART &

DESCRIPTION

PRICE

AMOUNT

Customer Approval:

Date: [S SEF7 /Y




ILLIANA INSTRUMENTATION

1831 Govert Drive Schererville, IN 46375 (219)227-8788 illianaservice.com

CERTIFICATE OF CALIBRATION

Ferrara Candy Company Date received: 09/15/14
7301 Harrison Calibration date: 09/15/14
Forest Park, IL 60130- Purchase order: 647051 Recalibration due: 12/31/14
Location of calibration:On-Site
Item number: 1 Item location: Mezanine
Tag number: Temp:68.0°F.  Humidity: 47 Sensitivity: OK
Manufacturer: Honeywell, Inc. Condition as found: In Tolerance
Modei num: DR4312-0000-00100-0000-00 Condition as left: In Tolerance
Description: Recorder Intentional offset as found:  0.0000
Serial number: 0836Y878889600001 intentional offset as left:  0.0000
Accuracy: +/- 6 Deg. F. Limitations: None
ltem notes:

This certifies that the above equipment was calibrated using appropriate llliana Instrumentation technical procedures. At planned intervals, iliiana Instrumen-
tation standards are calibrated by comparison fo or measurement against standards which are traceable to the Sl units through the NIST or

other reconized national measurement institutes or intemational standard badies. The results in this report relate only fo the item(s) calibrated.

If so indicated above, detailed calibration results are attached to this certificate. These results are part of this certificate and this certificate shall not be
reproduced except in full, without the written approval of llliana Instrumentation. Any number of factors not under the cantral of the calibration labaratary
may cause the calibration of the above item(s) to drift before the recommended recalibration date. Supporting documentation relative to traceability and
technical procedures used is on file and is available for review upon request and approval of our quality assurance manager. The

above uncertaintiss represent an expanded uncertainty exprassed at approximately 95% confidence levei using a coverage factor of k=2.

Tech: l 3:1 o0 M Date: 09/15/144  Approved byt'%g‘“ﬂam Date: 09/15/14
Paul D Grolla - ISA Certified Controls Systems Tech. Grolla - Deputy Quality Manager

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 200.0000 200.0000 205.0000 195.0000 Deg F P1 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.3000 Deg F Procedure: WI-508
Cal Point init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 500.0000 500.0000 $05.0000 495.0000 Deg F B Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 799.0000 799.0000 805.0000 | 795.0000 Deg F P1 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: W1-508
Cal Point init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 201.0000 201.0000 205.0000 195.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: Wi-508

Certificate No. 099500-00001-12
Page 1




ILLIANA INSTRUMENTATION

1831 Govert Drive Schererville, IN 46375 (219)227-8788 illianaservice.com

CERTIFICATE OF CALIBRATION

Cal Point Init Read | Final Read | Upper To! | Lower To! Eng Units Cal point description Pass?
500.0000 501.0000 501.0000 505.0000 | 495.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure; Wi-508
Cal Point Init Read | Final Read | Upper Tol | Lower To! Eng Units Cal point description Pass?
800.0000 800.0000 800.0000 805.0000 795.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:

Uncertainty: 1.9000 Deg F

Procedure: WI-508

Total pages for Certificate 099500-00001-12: 2

Certificate No. 099500-00001-12

Page 2
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BILLING INFORMATION OTHER INFORMATION
PO# LU 0S) CUSTOMER CONTACT: AL Farcals
ILLIANA INVOICE #: 34 39 REQUESTED BY:
SERVICE TECH: ' CUSTOMER PHONE: 786~ L/2- 57 //
STATUS: CUSTOMER FAX:
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QTY | PART # DESCRIPTION PRICE [ AMOUNT

Customer Approval:




ILLIANA INSTRUMENTATION

1831 Govert Drive Schererville, IN 46375 (219)227-8788 illianaservice.com

CERTIFICATE OF CALIBRATION

Ferrara Candy Company Date received: 03/09/15
7301 Harrison Caiibration date: 03/08/15
Forest Park, IL 60130- Purchase order:647051 Recalibration due: 08/30/15
Location of calibration:On-Site
Item number: 1 ltem location: Mezanine
Tag number: Temp:64.0°F.  Humidity: 32 Sensitivity: OK
Manufacturer: Honeywell, Inc. Condition as found: In Tolerance
Madel num: DR4312-0000-00100-0000-00 Condition as left: In Tolerance
Description: Recorder Intentional offset as found:  0.0000
Serial number: 0836Y878889600001 Intentional offset as left:  0.0000
Accuracy: +- 5 Deg. F. Limitations: None
ltem notes:

This certifies that the above equipment was calibrated using appropriate lliiana Instrumentation technical procedures. At planned intervals, flliana [nstrumen-
tation standards are calibrated by comparison lo or measurement against standards which are traceable to the Sl units through the NiST or

ather reconized natlanal msaswrament institutes or international stendard badies. The resulis in this report refate only to the item(s) calibrated.

11 so indicated above, detailed calibration resulls are attached lo this centificata. These results are parl of this certificate and this certificate shall not be
reproduced except in {full, without the written approval of Ilfiana Instrumentation. Any number of factors not under the control of she calibration iaboratory
may cause the calibration of the above item(s) to drift belore the recommended recalibration date. Supporting documentation relative to traceability and
technical proceduras used is on file and is available for review upon request and approval of our quality assurance manager. The

above uncentainties represent an expanded uncertainty expressed al approximately 95% confidence level using a coverage factor of k=2.

Tech: g Zlg % M Date: 03/09/15  Approved byﬁ%wﬂﬂm Date:_03/09/15
Paul D Grolla - ISA Certified Controls Systems Tech. Laura IGrolla - Deputy Quality Manager

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 201.0000 | 201.0000 205.0000 | 195.0000 Deg F 4] Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 501.0000 | 501.0000 505.0000 | 495.0000 DegF P1 Yes
Standard(s); 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 800.0000 800.0000 805.0000 | 795.0000 Deg F P1 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508
Cal Paint init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 199.0000 159.0000 205.0000 | 195.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: W1-508

Certificate No. 099500-00001-13
Page 1



ILLIANA INSTRUMENTATION

1831 Govert Drive Schererville, IN 46375 (219)227-8788 illianaservice.com

CERTIFICATE OF CALIBRATION

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 499.0000 488.0000 505.0000 485.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: W1-508
Cal Paint Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 800.0000 800.0000 805.0000 | 795.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:

Uncertainty: 1.9000 Deg F

Procedure: WI-508

Total pages for Certificate 099500-00001-13: 2

Certificate No. 099500-00001-13

Page 2



° 1831 Govert Drive :
Iu_lana Schererville, IN 46375 Invoice
Instrumentation I?W= 31352%'2172? DATE | INVOICE#
Service Lic i 392015 | 24386

—1 www.illianaservice.com
BILLTO SHPTO
Fermara Candy Co. Ferrara Candy Co.
7301 Harrison Street 7301 Hanison Street
Forest Park, IL 60130 Forest Park, IL 60130
P.O. NO. TERVS DUE DATE REP SHIP DATE SHPVIA
B47051 Net 30 4/8/2015 Lesma 392015 Delivery
ITEM DESCRIPTION Qry RATE AMOUNT
PDG- Contract | Semi-Annual Conttract 4 85.00 340.00
Travel Travel 102 055 56.10
Sales Tax - lllincis 6.26% 0.00
EFFECTIVE JULY 15, 2014 OUR NEWADDRESS WILL BE:
1831 GOVERT DRIVE, SCHERERMVILLE IN46375. OUR
PHONE NUMBER HAS ALSO CHANGED.
Total $396.10
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BILLING INFORMATION OTHER INFORMATION

PO #: CUSTOMER CONTACT: A4 /a7
ILLIANA INVOICE #: {Y\p|Y , . REQUESTED BY:
SERVICETECH: Fax(  /fnds CUSTOMER PHONE:  705- 2)2-33//
STATUS: C el it CUSTOMER FAX:
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ILLIANA INSTRUMENTATION

1831 Govert Drive Schererville, IN 46375 (219)227-8788 illianaservice.com

CERTIFICATE OF CALIBRATION

Ferrara Candy Company Date received: 09/15/15
7301 Harrison Calibration date: 09/15/15
Forest Park, IL 60130- Purchase order: Recalibration due: 03/31/16
Location of calibration:On-Site
tem number: 1 item location: Mezanine
Tag number: Temp:74.00F.  Humidity: 43 Sensitivity: OK
Manufacturer: Honeywell, inc. Condition as found: In Tolerance
Model num: DR4312-0000-00100-0000-00 Condition as left: In Tolerance
Description: Recorder Intentional offset as found:  0.0000
Serial number: 0836Y878889600001 Intentional offset as left:  0.0000
Accuracy: +/- 5 Deg. F. Limitations: None
ltem notes:

This certifies that the above equipment was calibrated using appropriate llliana Instrumentation technical procedures. At planned intervals, llliana Instrumen-
tation standards are callbrated by comparison to or measurement against standards which are traceable to the Sl units through the NIST or

other reconized natlonal measurement institutes or international standard bodies. The results in this report refate only to the item(s) calibrated.

If so indicated above, detailed calibration resulte are attached to this certificate. These results are part of this certificate and this certificate shall not be
reproduced except in full, without the written approval of llliana Instrumentation. Any number of factors not under tha control of the calibration labaratory
may cause the calibration af the above item(s) to drift bafore the recommended recalibration date. Supporting documentation relative to traceability and
technical procedures used is an file and is available far review upon request and approval of our quality assurance manager. The

above uncertaintiss represent an expanded uncenainty expressed at approximataly 95% confidence leve! using & coverage factor of k=2.

Tech; 0 Wl pate: 09115115 Approved byﬁém‘m Date: 09/15/15
aul D Grolla - ISA Certified Controls Systems Tech. La Grolla - Deputy Quality Manager

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 202.0000 202.0000 205.0000 | 195.0000 Deg F P1 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.8000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 502.0000 502.0000 505.0000 | 495.0000 Deg F P1 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.2000 Deg F Procedure: WI-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 802.0000 802.0000 805.0000 | 795.0000 Deg F P1 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.8000 Deg F Procedure: W1-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
200.0000 198.0000 198.0000 205.0000 | 195.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: WI-508

Certificate No. 099500-00001-14
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ILLIANA INSTRUMENTATION

1831 Govert Drive Schererville, IN 46375 (219)227-8788 illianaservice.com

CERTIFICATE OF CALIBRATION

Uncertainty: 1.9000 Deg F

Procedure: WI-508

Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
500.0000 498.0000 498.0000 505.0000 | 495.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems:
Uncertainty: 1.9000 Deg F Procedure: W1-508
Cal Point Init Read | Final Read | Upper Tol | Lower Tol Eng Units Cal point description Pass?
800.0000 798.0000 798.0000 805.0000 795.0000 Deg F P2 Yes
Standard(s): 1228 Fluke 744
Adjustments:
Problems;

Total pages for Certificate 099500-00001-14: 2
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